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1 Introduction 
 
This report contains details of a survey and installation of a tide gauge system at the Port of 
Gibraltar. The Royal Navy has operated a tide gauge from 1961 however the system is 
obsolete and requires replacement. The Permanent Service for Mean Sea Level, PSMSL has 
been concerned with the reliability of the gauge and the quality of the data over recent years. 
The Director of the PSMSL wrote in July 2002 to the Captain of the Port, Gibraltar Port 
Authority proposing the installation of a new tide gauge system. The port accepted the 
proposal in principle and funding was provided by the Port Authority in March 2003. 
 

2 Survey 
 

The Tide Gauge Inspectorate, TGI visited Gibraltar on 7th May 2003 for a meeting with 
Captain J Ferro, Captain of the Port. During the discussion it became clear that the Captain 
was responsible for the commercial part of the port and that the existing tide gauge is sited 
about 2 kilometres away in the Royal Naval Base (fig 1). 
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There were two possible systems that could be installed at the site, a pneumatic bubbler or a 
radar gauge. It was agreed at the meeting that the radar gauge was the most suitable instrument 
and that there were a number of possible sites where the gauge could be installed. A survey of 
the commercial port was completed and a site identified on the quay in the North East corner 
of the pilot boat basin. 
 
 

 
 

Port Authority offices and tide gauge site 
 
The port security lodge is close by with an electricity supply and telephone line. It was also 
agreed that a room in the lodge could be used to house the data logging system. The Port 
Control in the Harbour Office is 50 metres away from the security lodge. The port requested 
that a digital display and an output to a PC were included in the specification. 
 
 
Royal Naval Base 
 
The Captain of the Port arranged a meeting with the Queens Harbour Master, QHM of the 
Royal Naval Base. The QHM had been in post for about 3 months, during that time the tide 
gauge had not been operational. The TGI inspected the gauge, a float operated analogue 
recorder manufactured by Lea in 1960. The gauge was not operational, both the float and 
counterweight wires were tangled and the gauge was jammed.  
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       Royal Naval base Lea Gauge 
 
With the help of the QHM the wires were removed and refitted. The person responsible for the 
tide gauge was away on leave and equipment wasn’t available to accurately set the gauge on 
datum. The visual tide staff was also missing, so the QHM estimated the sea level and the 
gauge was set to that height. The TGI gave the QHM instructions on how to set the gauge on 
datum. 
 
 
Bench Marks 
 
A survey of bench marks in the Royal Naval base and on town walls was carried out. A full 
description of the marks is given in Appendix A 
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3 Proposed Tide Gauge System 
 
Discussions were held with the Ott UK for the provision of a Kalesto radar gauge and logging 
system. Some changes were made to the original proposal and approved by the Captain of the 
Port. The final specification comprised of a quay edge mounted radar gauge with 110 volt 
power supply from the security lodge. The gauge would be fitted with a back-up battery and a 
radio transmitter. A wall mounted cabinet would be fitted in the port control office. The 
cabinet would contain the data logging system, radio receiver and modem. A digital display 
would be mounted into the cabinet door. 
 

Schematic 
 

 
 
The radar gauge was delivered to POL in January 2004. Acceptance tests were carried out 
prior to shipment to Gibraltar. 
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6 Site Development 
 
Future site developments include the installation of a GPS station, additional sea-level sensors 
and improvement in the site communications. 
 
 
GPS 
 

The installation of a permanent GPS station close to the tide gauge measuring system will 
provide near real-time data on local vertical land movements. The installation and data 
processing will be carried out by the Institute of Engineering Surveying and Space Geodesy 
(IESSG) at the University of Nottingham. 
 
 
Sea-level Sensors 
 

There is a proposal to install 2 additional pressure sensors. One full-tide sensor as a backup to 
the radar sensor and a mid-tide sensor for datum control of the tide gauge system. Precision 
levelling will accurately determine the elevation of the mid-tide sensor. 
 
 
Communications 
 

The system communications will be changed from a “data on demand” system to a “real time” 
system. This will be achieved by installing a broadband telephone line in Gibraltar and fitting 
an Ott interface to the data logger. The data will then be transmitted after every sample i.e. 
every 15 minutes. 
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Appendix A 
 

Royal Naval Base  
 

Bench Marks 
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       Tide Gauge Inspectorate 

 
Gibraltar 

 

Tide Gauge Bench Mark (TGBM RN), Royal Naval Base 
 

Location:- 
 

36˚ 07.906N     05˚ 21.352W 
 

Description:- 
Bolt on quay coping W of tide gauge 
building. 
 

Notes:- 
In older documents this mark is 
referred to as BM4, Bolt AP and the 
British altitude marker. This is the Tide 
Gauge Bench Mark, Royal Navy 
(TGBM RN). A survey by HMS Herald 
in 1995 considered this mark to be 
unreliable. The Bench Mark was 
inspected in 2005 and was in good 
condition. 
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       Tide Gauge Inspectorate 

 
Gibraltar 

  
Bench Mark Pin  (BM 4),   Royal Naval Base 

 

Location:- 
 

36˚ 07.913N     05˚ 21.348W 
 

Description:- 
A steel pin on the quay coping stone N 
of GPS marker. 
 
Notes:-  
The Bench Mark is in good condition 
but it is small pin only 4mm diameter. 
This mark is also listed in previous 
documents as BM PSA 1984. 
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       Tide Gauge Inspectorate 

 
Gibraltar 

 

GPS Marker,   Royal Naval Base 
 

Location:- 
 

36˚ 07.911N     05˚ 21.348W 
 
Description:- 
An Iron bolt NW of tide gauge 
building. 
 
Notes:- 
The Bench mark is in good condition. 
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       Tide Gauge Inspectorate 

 
Gibraltar 

 

German Altitude Marker,   Royal Naval Base 
 

Location:- 
 

36˚ 07.903N     05˚ 21.330W 
 
Description:- 
A horizontal steel pin in the pillar at the 
NW corner, W face of RN HQ. 
 
Notes:- 
The Bench Mark shows signs of 
corrosion. 
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       Tide Gauge Inspectorate 

 
Gibraltar 

 

Naval Stores  (BM 1),   Royal Naval Base 
 

Location:- 
 

36˚ 07.927N     05˚ 21.250W 
 
Description:- 
An Ordnance Survey bracket at the NE 
corner E face of stores building. 
 

Notes:- 
The photograph below shows the tide 
gauge building in the distance. 
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       Tide Gauge Inspectorate 

 
Gibraltar 

 

Jumper Bastion  (BM 2) 
 

Location:- 
 

36˚ 07.849N     05˚ 21.199W 
 

Description:- 
An Ordnance Survey cut mark on the 
SW face of Jumpers Bastion 30cm 
above ground.  
 
Notes:-  
The Bench Mark is in good condition. 
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       Tide Gauge Inspectorate 

 
Gibraltar 

 

Ragged Staff Gates  (BM 3) 
 

Location:- 
 

36˚ 08.892N     05˚ 21.901W 
 

Description:- 
An Ordnance Survey cut mark 30cm 
above ground. It is 2m SE from the W 
corner of the city walls and is 60m S of 
Ragged Staff Gates.  

 
Notes:-  
The Bench Mark is in good condition 
but difficult to see. 
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       Tide Gauge Inspectorate 

 
Gibraltar 

 

Kings Bastion  (BM 5) 
 

Location:- 
 

36˚ 08.384N     05˚ 21.340W 
 

Description:- 
A domed pin at the W corner recessed 
into wall. 
 
Notes:- 
The stonework around the Bench Mark 
is damaged and may be lost. The leg of 
the staple nearest to the BM (shown on 
the right hand photograph) was also 
levelled.  
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       Tide Gauge Inspectorate 

 
Gibraltar 

 

Chatham Counterguard  (BM 6) 
 

Location:- 
 

36˚ 08.559N     05˚ 21.306W 
 

Description:- 
An Ordnance Survey cut mark at the 
SW corner on the S face 25cm above 
ground 
 
Notes:-  
The Bench Mark is in good condition. 
Thes bench mark has not been used in 
previously levelling. 
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       Tide Gauge Inspectorate 

 
Gibraltar 

 

Tide Gauge Bench Mark (TGBM CP)   Port Authority 
 

Location:- 
 

36˚ 08.894N     05˚ 21.895W 
 

Description:- 
Brass bolt on the quay coping 1m W of 
the tide gauge. 
 
Notes:- 
This is a new Bench Mark installed in 
2004. 
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Appendix B 
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